Haryana Medical Services Corporation Limited
(A State Government Undertaking)
Plot No. 9, DHL Square Building, 5" Floor, IT Park, Sector-22,
Panchkula, Haryana
Ph. No. 0172-2567945, 2590608, e-mail Id- hmsclmd@gmail.com

From

The Managing Director,
Haryana Medical Services Corporation Limited
Plot No. 9, DHL Square Building, 5" Floor, IT Park,
Sector-22, Panchkula, Haryana
To
/s SR Technomed, Plot No. 22-B,
Bakshi Nagar, Jammu-180001
Email:- tenders@srtechnomed.com
sales@srtechnomed.com

Memo No. 3/3-RC-HMSCL-279-HITend./2024-25/864S Dated:- 84 [0S |08y
Subject:- Award for the 2 years Rate Contract for the procurement of 12 nos. of

Laparoscopic Surgery Set vide Tender Reference No. 3/3-HMSCL-279-
HiTend./2023-24 dated 10.11.2023. (60% of Tender Qty. 20)

This is in reference to the acceptance of Notice of award of Laparoscopic Surgery
Set for 2 Years Rate Contract and PBG amounting to Rs. 61,96,529/- (Rs. Sixty One Lakh
Ninety Six Thousand Five Hundred Twenty Nine only) submitted by your firm to this office
against this office memo no. 3/3-HMSCL-279-H/Tend./2023-24/5440 dated 07.03.2024 You
are hereby issued the 2 Years Rate Contract from 24.05.2024 to 23.05.2026 for the Purchase
of Laparoscopic Surgery Set as per terms and Conditions given below:-

1. FOR Anywhere in Haryana: - The above rates are F.O.R destination anywhere in
Haryana at supplier's risk.

2. Delivery Period: - 60 days after issuance of Supply Orders. In case imported
product the supply period will be considered as end of 120" day. The firm will submit
the proof for import of product as per tender Clause 7.8.1. Supply must be
completed for enter ordered quantity before the end of the day of supply order at the
Consignee Site and commissioning of items must be completed within 07 days
beyond the supply period mentioned.

3. Penalty for Delayed Supply:-

If the Supplier fails to deliver any or all of the Goods or to perform the Services
within the period(s) specified in the Contract, the Purchaser shall, without prejudice
to its other remedies under the Contract, deduct from the Contract Price, as
liqguidated damages, a sum equivalent to 2.5 percent per week or part of week on
per day basis for the first week, on the value of the goods which come in the
category of delayed supply. In case of delay beyond 1 week the LD would be levied
as per the following on week or part of week basis, on the value of the goods which
come in the category of delayed supply:-

1st Week 2 5 %

2nd Week 5%

3rd Week 7.5%

4th Week 10%
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4.

8.

7.

part thereof until actual delivery or performance, up to a maximum deduction of 10
percent of the delayed Goods or Services contract price. Once the maximum is
reached, the Purchaser may consider termination of the Contract.

NON SUPPLY: Non Supply will be considered if the firm fails to supply even after
the period of delayed Supply. In case of delay due to any reason attributable to the
purchaser it will not be an instance of non-supply.

In case of non supply the purchaser reserves the right to cancel the purchase
order and initiate the proceedings of Risk Purchase.

Risk Purchase: It would be Purchase at the risk and the cost of the supplier. If the
Bidder fails to supply the ordered material, the purchaser shall be free to
arrange/procure the items from any other sources or in the open market or from
any other Bidder and the extra cost incurred shall be recovered from the Supplier.

The losses sustained in the process, shall be recovered from the Security Deposit
or from any other money due and become due to the supplier and in the event of
such amount being insufficient; the balance will be recovered personally from the
supplier
Payment Terms: - 100% payment will be made within 60 days after physical
delivery of inspected/accepted goods duly supported with satisfactary inspection
note and after satisfactory installation/working of the equipment by the inspection
team at Consignee's site. The payment will be released online only.

Supplier: - Supply will be done through M/s SR Technomed, Plot No. 22-B, Bakshi

Nagar, Jammu-180001

Billing: Billing will be done through M/s SR Technomed, Plot No. 22-B, Bakshi
Nagar, Jammu-180001.

Warranty Period: - 3 Years.

CMC Period: - 4 years.

. Penalty for Warranty/CMC Period:

In case of any complaint/ Defect in the equipment during the warranty/ CMC period,
the firm must attend the same with in 24 hrs from the date and time of lodging
complaint at the complaint/helpdesk number of the service provider (i.e. response
time) and shall repair the same with in 72hrs. In case of delay beyond 72 hrs, the
firm has to provide a standby machine so that services are not hampered. In case
the firm fails to provide a standby machine the penalty will be levied as per
following:-

During the warranty period beyond 72 hrs of lodging the complaint 0.5% of the
base cost of equipment (excluding taxes) per day will be levied as penalty for a
maximum of 28 days.

If the machine is under CMC period, beyond 72 hrs of lodged complaint, the
penalty of 5 % of the annual cost of CMC per day will be levied for 7 days. Beyond
the 7 days period 20 % of the annual cost of CMC per day will be levied upto 28
days.

In both the cases if the firm fails to repair the machine within specified time the

performance Security will be forfeited and the blacklisting/Debarring procedure will
be initiated.

. Warranty & CMC period includes the following points as per the NIT:-

Preventive Maintenance Visit one in each quarter.
Emergency visit any no. of times.
Testing & Calibration as per Technical / Service/ Operational Manual of
Manufacturer. If not mentioned then it will be according to purchaser requirement.
Labour, Spare Parts and any other logistics.
All Software Updates.
Replacement of any Spare Parts/ Component.
Replacement of all consumables including Batteries of UPS and Equipment.
Wherever required UPS/ CVT to be provided in order to avoid the excuse of Short
Circuiting and Voltage fluctuations.
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e In short during this period it is the responsibility of the Manufacturer &
‘Bidder to run the machine with no extra financial burden on the purchaser.
e Only in case of Physical damage the expenses will be borne by the
purchaser.
e If the bidder is not a Manufacturer then the Warranty & CMC Contract will be
Tripartite Agreement between the purchaser Bidder & Manufacturer.
¢ The manufacturer & Bidder are liable for National Blacklisting in case they don't
comply with the Conditions of the Contract.
12. Rest of the Terms & Conditions will be as per NIT (Tender Reference No.
3/3-HMSCL-277-H/Tend./2023-24).
13. Equipment Details:-
Name of the Equipment: Laparoscopic Surgery Set
Make: - Stryker India Pvt. Ltd., Gurgaon is a Subsidiary of Stryker Corporation, USA
Make:- RZ, Germany
Model: - 1688 Camera Control Unit (CCU) (Technical Compliance Sheet Attached)
Supply & Billing of Equipment:-Supply & Biling of the Equipment will be done through
M/s SR Technomed, Plot No. 22-B, Bakshi Nagar, Jammu-180001.
Technical Specification of Laparoscopic Surgery Set
. The component of 4KLaparoscope Surgery set should be from same OEM compatible with Camera
Head, light source LED, fibre optic cable , telescope and insufflator with 4K documentation.
. Output resolution of camera in pixels*- 3840X2160
. Aspect ratio-16:09
. Image Sensor- 4K ,3CHIP or Image Sensor 4K CMOS single Chip.
. Technology of camera- Digital camera with 4k technology.
. Progressive scanning system for camera-Yes
. Special filters for chrome endoscopy-Yes
. Number of programmable buttons on camera head- 3 or more.
. 4K Camera head with universal couple.
10.Zoom facility-Coupler compatible with 4 K technology.
11. The system capable of ICG fluoroscopy for better delineation of anatomic structures-Yes
12.Resolution of monitor in pixels-3840X2160 and 4 K Monitor size should be 32 inch or more
13. Aspect ratio of monitor-16:09.
14. Type of panel-IPS
15.Panel shall be anti glare-Yes
16. Monitor shall have picture in picture facility-Yes
17.Whether monitor is from the same OEM-Yes
18. Light Source-facility of light adjustment-Automatic and Manual.:- L10 LED Light Source
19. Provision of controlling light intensity from front panel of the device-Yes
20. Light source should have some mechanism for showing light intensity on the panel-Yes
21.Light source should have efficient cooling technologies-Yes
22.C02 insufflators-Gas to be delivered at body temperature-Yes (Pneumo Sure XL High CO2 Flow
Insufflators)
23. Digital display for actual and pre set flow rate and pressure and total volume consumed-Yes
24 Provision of dedicated veress and trocar flow-Yes
29. Provision of automatic venting mechanism-Yes
26. High pressure tubing with yoke assembly from machine to CO2 cylinder-Yes
27.Provision of patient tube with luer lock adaptor-Yes
28. Availability of hydrophobic filter-Yes
29. Telescopes- Diameter of telescope in mm-10-11 (4K ICG Compatible Telescope -10 mm 0 degree
and 30 degree)
30. Direction of view in degree-0 degree and 30 degree
31. Technology of telescope-4K technology

—
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32.Quantity of 5-6 mm telescope-1 ((4K ICG Compatible Telescope 5§ mm 30 degree, 5 mm 30
degree laparoscope)

33. Qty of 10-11 mm telescope- 1 each (0 degree and 30 degree)

34. Trocar and cannula (set) respective to telescopes mm offered-4 (RZ, Germany)

35. Material of telescope-Medical Grade stainless steel.

36.4K documentation system (recorder system)-Yes with 1 TB or more capacity.

37.Mobile Video cart should ride on four antistatic casters-Yes
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38 Availability of locking brakes —Yes

39. Monitor arm provided-2

40. Number of shelves — minimum 4

41.3rd party BIS/ISO certified large cylinder -gty.02

42.0nline UPS — Yes 3 KW

43. ACCESSORIES :-

« HDMI — DVI cable, 200 cm — 1

= Extra Light Guide Cable-3

- Extra 10, mm — 0 degree telescope ( more than 40 cm) (ICG Compatible) — Qty 1
» Extra 10mm — 30 degree telescope (ICG Compatible)- Qty 1

44. LAPATOCOPIC HAND INSTRUMENTS
« Resuable veress Pneumoperitoneum Needle, Spring Loaded, Blunt Stylet, Luer Lock. Length 13-15 cm

Qty 1.

» Resuable Veres Pneumoperitoneum Needle, Spring Loaded, Blunt Stylet, Luer.

« Suction Irrigation Cannula, size 5/5.5mm an, working length 30 cm-32cm, used with suction irrigation
handle with, adequate washers, preferably trumpet type-Qty 2

« Scissors: Rotating Metzenbaum Scissors: Double action jaws rotating preferably with connector pin for
unipolar coagulation, size 5/5.5 mm, length app 30-36 cm, dismantling facility, curved left, insulated,
irrigation tap/channel, comfort handle without locking mechanism-Qty-3

» HF Monopolar Connecting Cable, app 3mm long, Unit Connecting lap devices, compatible with both
5mm instruments-Qty 4

» L Hook electrode dia. 5/5.5 mm, working length app 30-36¢cm for cautery-Qty 2.

» Spatula electrode dia. 5/5.5 mm, working length app 30-36¢cm for cautery- Qty 1

» Maryland Bipolar forceps, diameter 5.5 mm, 30-36 cm, consisting of Spring Handle, Outer Tube, Inner
Tube Forceps, Insert-Qty 2.

« High Frequency Cord, bipolar for HF units-Qty 2.

« Needle Holder Straight, ratchet, ergonomic straight handle, Straight Jaws with tungsten carbide insert
(TC), length app 30cm-36 cm, D-5/5.5mm-Qty 2.

» Clip Applicator: 10 mm, compatible Universal clip applicator for LT-200, LT- 300,LT-400 (Three in one )
dismantling facility. Autoclavable, rotatable, provision for locking the jaw part holding the clip consisting
of Metal Handle-Qty 2

» Grasping forceps (CLAW): Double action jaws, rotating with connecter pin for unipolar coagulation, size
5/5.5mm, working length approximately 30-36 cm, locking facility, insulated, comfort handle, dismantling
facility-Qty 2.

» Grasping forces (Atraumatic): Double action jaws, concavity to left, rotating with connector pin for
unipolar coagulation size 5/5.5mm, working length approximately 30-36 cm, without locking facility,
insulated comfort handle, dismantling facility-Qty 2

« Grasping forceps (Atraumatic Fenstrated): Double action jaws, concavity to left, rotating with connector
pin for unipolar coagulation, size 5/5.5mm, working length approximately 30-36cm, without locking
facility, insulated, comfort handle, dismantling facility-Qty 2.

« Maryland Dissecting forceps: Double action ajws, concavity t o left, rotating with connector pin for
unipolar coagulation, size 5/5.5 mm, working length approximately 40-45 cm, without locking facility,
insulated, comfort handle dismantling facility- Qty 2 '
* L Hook Electrode dia. 5/5.5mm, working length app 40-45 cm for cautery- Qty 1

» Outer Sheath for 5/5.5mm instruments-Qty 2.

3rd party BIS or ISO approved Trocar with Canula: BLUNT - 10mm, Length15- 20 cm-Qty 1

3rd party BIS or ISO approved Suction & Irrigation unit with both 10 mm & 5 mm cannula 10mm*30cm
05mm*30cm Trumpet valve suction mechanism distal holes/safety basket Open ended-Qty 1 each.

| aparoscopic port closure needle-Right Curve/straight jaw — Qty 1

» Suture passer forceps — Qty 1

» Washers for 10 mm and 5 mm cannulas — Qty — 5 each

e Fan retractor 5mm , Length 33-36cm — Qty 1

* Ovum forceps 5mm — Qty 2

45. Certification : Equipment should be USFDA approved and all components of machine should be of
same make (OEM)
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Cost of Equipment
Basic Cost of Laparoscopic Surgery Set Rs. 88,00,000.00
GST @12% Rs. 10,56,000.00
Unit Price of Laparoscopic Surgery Set including GST@12% and 3 Years Rs. 98,5“6—,656:@'
Warranty

Cost of CMC freezed for 4 years.

1% year (4" year) Including of (GST@18%) for one Unit Rs. 1,17,886.72
2" year (5" year) Including of (GST@18%) for one Unit Rs. 1,17,886.72 |

| 3™ year (6" year) Including of (GST@18%) for one Unit Rs. 1,17,886.72
4" year (7" year) Including of (GST@18%) for one Unit | Rs.1,17,886.72
Total Cost of CMC for 4 years for 1 no. of Laparoscopic Surgery Set of Rs. 4,71,546.88
(GST@18%)

* You are also directed to get yourself registered on DPMU portal of HMSCL at
www.dpmuhry.gov.in (Kindly go on equipment supplier link and registered yourself.
Without completing the above formalities the supply order will not be issued.

M,\FE/V’G
DG quipment)
For Managing Direc(t.(y,HMSC‘L

Endst No. 3/3-RC-HMSCL-279-H/Tend./2024-25/§646-47 Dated:- 2y [o§ (o4
A copy is forwarded to the following:-

1. PA to Director, General Medical Education & Research, Panchkula, Haryana for the
information of Director, General Medical Education & Research, Panchkula, Haryana.

2. PAto DGHS for the information of Director General, Health Services, Haryana, Sector-
6, Panchkula.

ST
DG quipment)

For Managing Dié(;ctor, HMSCL
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